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Abstract: Photodynamic Therapy is a selective optical tumor destruction technique with practically no 
secondary effects. Monitoring by fluorescence photosensitizer emission is essential for an adequate 
treatment dosimetry, which avoids recurrence.  
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Photodynamic Therapy (PDT) is a highly specific destructive optical treatment technique for tumoral tissue removal. 
Although promising and used nowadays in clinical practice, the appropriate dosimetry of increase treatment efficiency 
remains a problem [1]. The photodynamic process is quite complex, as it involves several interactions and it is in general 
difficult to monitor, although some attempts have been made [2]. Contributions trying to clarify issues of PDT dosimetry 
are quite necessary towards the goal of a personalized treatment. 
Understanding PDT requires an optical propagation model in turbid media, which takes into account the influence of 
the inoculated photosensitizer [3]. The photosensitizer distribution should be also considered, either systemic or topic 
[4]. The complex photodynamic process can be estimated by means of a photochemical model [5]. Fluorescence 
generation requires adding specific expressions in the photochemical model [6]. As either in the clinics or in the lab 
superficial fluorescence is easily accessed, the estimated contribution as a function of radial position should be obtained 
[7]. Measuring the fluorescence contribution requires the adequate consideration of excitation and emission radiation in 
the setup.  
In this work a complete PDT fluorescence monitoring model is presented and applied, as a diagnostic tool. The 
fluorophore is added to biological tissues and measurements of superficial fluorescence are made, in order to evaluate the 
relationship of this pattern with the photodynamic process. 
 
2.  Methods 
 
The analysis of Photodynamic Therapy requires first an optical propagation method to estimate tissue absorption. 
Optical distribution can be obtained by means of a Monte Carlo approach [3]. Optical properties of turbid media, such as 
the absorption and scattering coefficients, as long as the anisotropy of scattering, are considered. The process of 
Photodynamic Therapy includes first the photosensitizer distribution. If the photosensitizer is topically applied, then the 
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In this equation 0M  is the initial superficial concentration, D is the diffusion coefficient, and K  is the permeability 
of the tissue layer barrier. 
 
The interaction of the photosensitizer with applied irradiation can be analyzed by means of a complex photochemical 
model [5]. The photochemical interaction among the photosensitizer, the light delivered by the optical source and the 
oxygen within the tissue generates the cytotoxic agent or singlet oxygen, in charge of the tumor cells destruction. Such 
interaction is modeled by means of a stiff differential equations system (2)-(7) that provides the temporal evolution of the 
molecular components involved such as the photosensitizer in ground state, singlet excited state and triplet excited state,
0S , 1S  and T respectively, the oxygen in ground state 
3
2O , the singlet oxygen 
1
2O  and the singlet oxygen receptors R . 
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The solutions of the stiff differential equations system employed are obtained by means of a differential equation solver 
within the Matlab® platform. 
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  In these equations, there is no direct information about the fluorescence signal. However, the fluorescence signal 
can be calculated by adding another equation to the system [6]: 
0 10( , , ) · · ·[ ]. · emf psa photonP r z t v S E λρ σ η=             (8) 
This new equation provides the photosensitizer fluorescence distribution in depth. Figure 2 shows an example of 
fluorescence distribution in depth. 
 
Figure 1 shows an example of fluorescence distribution in depth. 
 
Fig 1. Fluorescence distribution in depth. 
  
Although relevant, the immediate experimental and/or clinical parameters in a noninvasive study is the superficial 
radiation pattern. This pattern can be obtained by means of a recursive application of Monte Carlo approaches, taking 
into account that each point acts like a local source [7]: 
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